MISSOURI BEPARTMENT OF HEALTH AND SENIOR SERVICGES

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT

E BORA
STATE PUBLIG HEALTH LABORATORY (RECEIVED

By Carol Day al 8:67 am, Jan 10, 2014

|

Complate this report In duplicate at the time of the regular monthly preveniative malntenance check, and whenever Instrument Is repaired.
Send copy to Department of Health and Senlor Services; relaln original in depaniment file.

ALCO SENSOR IV SN PRINTER SN DATE OF INGPEGT:ON
102458 093.3578.252 01/08/2014

LOGATION OF INSTRUMENT {STREET AND CITY) ' TIME OF INSPECTION
600 E, Walnut, Columbta 6:15 pm

CHECKLIST: Piace a mark In the box by each ltem if found to be satisfactory or if aperaling within established limits. (Write in observed val-
ues where determined,} Unmarked iterns mus! be corrected before using instrument.

DIGITAL READOQUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

SIMULATOR SOLUTION [ COMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPPLIER Guth Labs LoT # 13210 EXP. DATE 07/29/2015

SIMULATOR TEMPERATURE (34°C % 0.2°C) __34.0  SIMULATOR SN __SD2761  SIMULATOR EXP DATE 01/07/2015

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution. Al hree tests must be within £5% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard solution belng used. (PRINTOUT ATTACHED)
[/] ©.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
| | 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
t 1 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 # (o7 TEST 2% 008 TEST3 % 098

RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 5 {0-.04) 2 (05-09) 2 (10-14) 8 (i5-19)y 10 (OVER .19) 3
List any new paris and describe any alteration or modification that was made to restore the Instrument to cperale salisfactorily and within
established limits {use other side if necessary).

INSPECTING GFFICER = o o et
SIBNATURE - BRINT NAME

» : Nathan Turner
TYPE Il PERMIT NUMBEREXPIRATION DATE TELEPHONE NUMBER
220414 12/20/2014 - (573) 874-7652

Return completed report to the: Breath Alcohol Program, MO Depariment of Health and Senior Services, Southeast Districl Office
o 2875 James Boulevard ) :
! .. Poplar Bluff, MO 63301

L [ .
KO 380-1351 (8-16) AN EQUAL OPPORTURITY/AFFIRMATIVE ACTION EMPLOYER “ LAB-f14
gervioes provided 6n a nordEeimingion basls




®
GUTH LABORATORIES, INC,

500 HORTH 61h STREAT © HAHRISBURG, PA irilf. 4513 o YHLRPHONE YirssisH0

CERTIFICATE O ANALYSIS

Cortified Alcohol Reference Solution for Simulator

Random '.Sample's of Lot Number 13210 of
Aleohol Reference Solution for Simulalor wero' analyzed liy
gas clicomatogtaphy on July 31, 2013, uslng a Perkin Elwer Gas Chromatograph

Autosysfem XL S/N; 610N9030209, and found to contain 0,4216% (w/vol)

sthyl alcohol, The expiration dato for this lot
. numbey. Is Jul,yzsnzols at 11::59 PM.

When used in 8 oalibrated Simulator, operdting - at’
3400 42 296, thls solutiol will givo a broath- alooho!
analysis im,u'ument reading ofOIOD gIZIOL +/~ 3%,

“The alcohol and water used in this soiution were

free of test interfering substances.

’I‘eé L. Pauley, Prosidefit
GUTH LABORATORIBS, INC,

leﬁ'raaeabmly
Tesiing was vonducted nsing Cerftilant Refarsuoe Standard lot nuinber FNI32211-02 whose

values ara lraceable fo NIST,
All balances ave callbrated anuually by an onlside agency nsing NIST traceable welghts,

. Caltbration verifivation Is done prior io euch use nilljizing NIST fracsable welghis,

Ly







